The outcome and complications of the DiaTAP bioCarbon button-graft vascular access device in haemodialysis patients: a two-year experience.
The outcome and complications which developed in 8 hemodialysis patients who received 12 DiaTAP bioCarbon button vascular-access devices were reviewed. All patients had a poor vascular access history. Three of twelve devices have been replaced because of thrombosis and two because of infection. Four patients have had 10 episodes of reduced blood flow. Streptokinase infusion into the DiaTAP button led to improved blood flow in 8 of 10 episodes. The 6-month survival rate of the DiaTAP access device was 67% and the average functioning life was 9.4 months. It was a valuable form of access when others had failed.